
Table 2.-- Results of laboratory quality control samples for total phosphrus 
[QA, Qaulity Assurance; QC, quality control; mg/kg, milligrams per killigram]

Ambient Spike  added Combined

F.W. Kent County 

Park - 

Campground

Matrix spike 25 130 150 93

F.W. Kent County 

Park - 

Campground

Duplicate 

matrix spike
25 130 140 90

Table 3.-- Results of laboratory quality control samples for moisture content
[QA, Qaulity Assurance; QC, quality control; wt%, percent by weight; %RPD, relative percent difference]

Ambient Duplicate

F.W. Kent County 

Park - Lake 5

Duplicate  45 44 0.93

F.W. Kent County 

Park - Pond 3

Duplicate 51 50 2.2
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